
Test Verification of Conformity
Certificate No.:

The sample, as described herewith, was tested pursuant to the testing standard :

Issued Date:

and all the test results comply with the requirements of :

Applicant:

Laboratory:           CCIC (Shenzhen) Environmental Service Co., Ltd.  
Floor 2, Minlida Industrial Park, Honghualing Industrial Zone, Nanshan District, Shenzhen, Guangdong, China 
Tel: 86-755-86632632     Fax: 86-755-86632632  
Http: // www.ccicshenzhen.com.cn     E-mail: zjjc@sz.ccic.com

Note: 
The certification is only valid for the submitted sample(s), in conjunction with the test data detailed in our test report

Authorized by:

Manufacturer:

For and on behalf of  
CCIC (Shenzhen) Environmental Service Co., Ltd. 

Sample Model(s):

Sample Name:

No. :
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IEC 62321-3-1-2013, IEC 62321-5-2013, IEC 62321-7-1-2015, IEC 62321-7-2-2017, IEC 62321-6-2015, 
IEC 62321-8-2017

Restriction of the use of certain Hazardous Substance  
in electrical and electronic equipment
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Please refer to next page

Blood Pressure Monitor

RoHS Directive 2011/65/EU, (EU) 2015/863
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Test Verification of Conformity
Certificate No.:

Issued Date:

CTC2104030901

Jun 11, 2021

Sample Models: 
 

BU 510, BU 512, BU 514, BU 516, BU A55, BU A57, BU 530, BU A50, BU-90E, PR-B90, U80MH, 
U80JH, U80KH, U80LH, U80R, U81R, U80RH, U81RH, U82RH, U83RH, U80E, U81E, U82E, U83E, 

U85E, U80EH, U80L, U86E, U87E, U81QH, U81Q, U80QH, U80Q, U80D, U81D, U82D, U83D, U80M, 
U81M, U80I, U82I, U83I, U85I, U80T, U80K, U81K, U82K, U83K, U85K, U86K, U87K, U88K, U80N, 

U80NH, U81NH, U82NH, U80IH, U80J, U80B, U80BH, U80CH, U80C, U81CH, U82CH, U83CH, U80H, 
U81H, U82H, U83H, U85H, U80U, U81U, U82U, U83U, U85U, U86U, U80A, U80AH, U80TH, U80S, 

U80SH, U80Y, U81Y, U82Y, U83Y, U85Y, U86Y, U87Y, U80X, U81X, U82X, U83X, U85X, U86X, 
U87X, U80Z, U81Z, U82Z, U83Z, U85Z, U86Z, U87Z, U81T, U82T, U83T, U85T, U80V, U81V, U82V, 

U83V, U80W, U81W, U82W, U83W, U801, U802, U803, U805, U806, U807, U808, U810, U811, U812, 
U815, U816, U818, U1, U2, U3, U5, U6, U7, U8, U9, BP020, BP021, BP022, BP023, BP910, BP911, 
BP912, BP913, U60A, U60AH, U60D, U60DH, U60F, U60FH, U60B, U60BH, U60C, U60CH, U60E, 
U60EH, U60G, U60GH, U60I, U60IH, U60J, U60JH, U62I, U63I, U60H, U61H, U62H, U63H, U65H, 

U67H, U68H, U61GH, U62GH


